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    	Transcription of 7305 Suction unit SerieS - DeVilbiss Healthcare


        
    	1 Approved for Commercial Aircraft Use 7305 suction unit series EN DeVilbiss Suction unit Instruction Guide 7305 SerieS Rx Only Made in ES Gu a de Instrucciones para la Unidad de Succi n de la Serie 7305 de DeVilbiss . Rx nicamente Hecho en FR Guide d' instructions L'Unite d'Aspiration DeVilbiss S rie 7305. Uniquement sur prescription Fabriqu aux EN-2. ESPA ES-11. Fran FR-21. Table of Contents IEC EN - 2. Important EN - 2. International EN - 3. EN - 3. Accessory/Replacement EN - 3. Important EN - 4. EN - 5. How to Operate Your 7305 SerieS DeVilbiss Suction EN - 5.
2 Battery Charging .. EN - 6. Cleaning EN - 6. EN - 7. EN - 8. EN - 8. Provider's EN - 9. EN - 9. Guidance and Manufacturer's EN - 9. IEC SYMBOLS. Attention, consult instruction guide Type BF equipment-applied part Keep dry Consult instructions for use On compressor Do not get wet Direct current Off compressor (external battery charging) Choking Hazard Small parts not for children under 3 years or any individuals Alternating current Date of manufacture who have a tendency to place inedible object in their mouths. Center positive polarity indicator Federal ( ) law restricts this device to sale by or on the order of a physician.
3 IPX2 IPX2 vertically falling drops shall have no harmful effects when the enclosure is tilted at an angle up to 15 on either side of the vertical. This device contains electrical and/or electronic equipment that must be recycled per EU Directive 2012/19/EU- Waste Electrical and Electronic Equipment (WEEE). IMPORTANT SAFEGUARDS. When using electrical products, especially when children are present, basic safety precautions should always be followed. Read all instructions before using. Important information is highlighted by these terms: DANGER Urgent safety information for hazards that will cause serious injury or death.
4 WARNING Important safety information for hazards that might cause serious injury. CAUTION Information for preventing damage to the product. NOTE Information to which you should pay special attention. READ ALL instructions BEFORE USING THIS DEVICE. SAVE THESE instructions . DANGER. To reduce the risk of electrocution: 1. Do not use while bathing. 2. Do not place or store product where it can fall or be pulled into a tub or sink. 3. Do not place in or drop into water or other liquid. 4. Do not reach for a product that has fallen into water.
5 Unplug immediately. warning To reduce the risk of burns, electrocution, fire or injury to persons: 1. Close supervision is necessary when this product is used by, on, or near children or physically incapacitated individuals. 2. Use this product only for its intended use as described in this guide. 3. Never operate this product if a. It has a damaged power cord or plug. b. It is not working properly. c. It has been dropped or damaged. EN - 2 A-704. d. It has been dropped into water. Return the product to an authorized DeVilbiss Healthcare service center for examination and repair.
6 4. Keep the power cord away from heated surfaces. 5. Never use while drowsy or asleep. NOTE The 7305D SerieS is not factory equipped with an internal rechargeable battery; it may be purchased separately and installed by your DeVilbiss Healthcare provider. 7305P SerieS is factory equipped with an internal rechargeable battery and all information regarding battery operation in this guide is applicable. DANGER. The DeVilbiss Suction unit is a vacuum Suction device designed for the collection of nonflammable fluid materials in medical applications only.
7 Improper use during medical applications can cause injury or death. For all medical applications: 1. All suctioning should be done in strict accordance with appropriate procedures that have been established by a licensed medical authority. 2. Some attachments or accessories may not fit the tubing supplied. All attachments or accessories should be checked prior to use to assure proper fit. International Travel The 7305 SerieS is equipped with a switch mode power supply allowing operation on any AC voltage (100-240 VAC, 50/60 Hz).
8 However the correct power cord must be used to connect to adaptable wall power. NOTE Check power cord for adaptability before using. Introduction Your DeVilbiss Suction unit is a compact medical suctioning device which has been designed for reliable, portable operation. Because of the small size, light weight and DC. operation, the DeVilbiss Suction unit is ideal for providing Suction in the home, in transport with optional DC cord, or if your model has an internal rechargeable battery, the unit can be operated anywhere. Three container options give the choice between the standard disposable containers or an optional long-term reusable container.
9 Following the recommended operating and maintenance procedures outlined in this instruction guide will maximize the life of this product. Contraindications The DeVilbiss Suction unit should not be used for: thoracic drainage nasogastric Suction Intended Use Statement The device is to be used to remove fluids from the airway or respiratory support system and infectious materials from device creates a negative pressure (vacuum) that draws fluids through disposable tubing that is connected to a collection bottle. The fluids are trapped in the collection bottle for proper disposal.
10 It is for use on the order of a physician only. Accessory/Replacement Items The following items can be purchased separately as accessories or replacement items for your 7305 SerieS DeVilbiss Suction unit : Description Part No. Description Part No. Collection Container Kit (1200 ml reusable container, external 6' patient tubing 6305D-611 bacteria 7314D-603. filter, elbow, 43/8 tubing). 800 Disposable Container (container and lid only) for use with external bacteria 1200 ml reusable container (external bacteria filter, elbow, 7305D-602 7314D-604.)
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			ES Guía de instrucciones del concentrador de oxígeno de 5 ...

			www.devilbisshealthcare.com
			EN DeVilbiss® 5 Liter Oxygen Concentrator Instruction Guide WARNING– Read instRuction guide befoRe opeRating this equipment. CAUTION– Federal (U.S.A.) law restricts this device to sale by or on the order of a physician. made inthe usa of u.s. and imported parts dangeR–no smoKing ES Guía de instrucciones del concentrador de oxígeno de 5 litros de DeVilbiss®
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			HomeCare Suction Unit - DeVilbiss Healthcare
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			For more than twenty years, DeVilbiss has been delivering the best portable suction options.The DeVilbiss 7305 Series Homecare Suction Unit meets suction and capacity requirements in a
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			299H Series Pressure Reducing Regulators - Emerson Electric

			www.emerson.com
			Instruction Manual D102684X012 299H Series ... adjustment and maintenance instructions and parts ... 0.120 0.142 0.207 0.225 2.67 3.05 3.61 5.26 5.71 1. Use a pilot supply regulator if actual inlet pressure varies more than ±20 psi / ±1.4 bar and the published accuracy is required.

			   Manual, Series, Maintenance, Instructions, Maintenance and, Instruction manual

		

	

	
				
					

		
			Technical Service Manual

			icemeister.net
			Preventative Maintenance _____16 Cabinet Maintenance Schedule _____17 ... Slide Door Instruction - To improve slide door closing _____56 ... _____1 16-120. 4 Please read these instructions. Failure to follow maintenance guidelines may result in a n o n - w a r r a n t e d service call. CABINET ...

			   Services, Manual, Maintenance, Instructions, Service manuals

		

	

	
				
					

		
			AC Servo Motor and Driver˜ MINAS A4 Series˜ - Panasonic

			industrial.panasonic.com
			MINAS A4 Series˜ •Thank you for buying and using Panasonic AC Servo Motor and Driver, MINAS A4 Series. •Read through this Instruction Manual for proper use, especially read "Precautions for Safety" ( P.8 to 11) without fail for safety purpose. •Keep this Manual at an easily accessible place so as to be referred anytime as necessary.

			   Manual, Series, Instructions, Instruction manual

		

	


                
                
	
				
					

		
			EMP 215ic, EM 215ic - ESAB

			pdfmanuals.esab.com
			Instruction manual 0463 408 001 GB 20201008 Valid for: serial no. EMP: 615-xxx-xxxx, EM: 627-xxx-xxxx ... 120 V – 230 V, 1 ~ 50/60 Hz input power supplies. Input power can be supplied by mains or ... EMP series • ESAB EMP 215ic power source • ESAB MXL 200 MIG torch, 3 …

			   Manual, Series, Instructions, Instruction manual
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			1 ImportantSafeguards 5. PowerSources-Thisproductshouldbeoperatedonlyfromthetypeofpowersource indicatedonthemarkinglabel.Ifyouarenotsureofthetypeofpowersuppliedtoyour
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			Instruction Manual - STIHL USA

			www.stihlusa.com
			Instruction Manual – improper use can cause serious or fatal injury. ... components. STIHL 026 BA_U1_MS_210_230_250_01.fm Seite 0 Donnerstag, 11. Dezember 2003 11:06 11 Schwarz Prozeß 45,0° 120,0 LPI Kickback may occur when the nose or tip of the guide bar touches an ... sharpening and maintenance instructions for the saw chain. ...

			   Manual, Maintenance, Instructions, Maintenance and, Instruction manual, Stihl, Stihl usa

		

	


                
                
	
				
					

		
			Instruction Manual Fisher 3660-3661 Positioners

			www.emerson.com
			Instruction Manual D101402X012 3660 and 3661 Positioners September 2019 3 Table 1. Specifications Available Configuration The Fisher 3660 series of positioners include the following models: 3660: Single‐acting pneumatic valve positioner 3661: Single‐acting electro‐pneumatic valve positioner Input Signal 3660 (0.2 to 1.0 bar 3 to 15 psig),

			   Manual, Series, Instructions, Instruction manual, Positioner, 3166, 6063, 3660 and 3661 positioners
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			mounting, 120-227V only for SCO/SCP, 120 or 277 only for SWP, SWPM, E & EH 3 Must order minimum of one remote control to program dimming setttings, 0-10V fully adjustable dimming with automatic daylight calibration and different time delay settings, 120-277V only

			   Series, Slings, Sling series
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