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management, use and decontamination of reusable medical devices at controlled costs using risk control. This HTM is designed to reflect the need to continuously improve outcomes in terms of: • patient safety; • clinical effectiveness; and • patient experience. Essential Quality Requirements and Best Practice
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    	Transcription of Health Technical Memorandum 01-06: Decontamination of ...


        
    	1 Health Technical Memorandum 01-06: Decontamination of flexible endoscopes Part D: Validation and verification (including storage/drying cabinets). March 2016. Health Technical Memorandum 01-06: Decontamination of flexible endoscopes: Part D Validation and verification Health Technical Memorandum 01-06: Decontamination of flexible endoscopes Part D: Validation and verification (including storage/drying cabinets). ii Crown copyright 2016. You may re-use this information (not including logos) free of charge in any format or me- dium, under the terms of the Open Government Licence. To view this licence, visit www. nationalarchives. or write to the Information Policy Team, The National Archives, Kew, London TW9 4DU, or email: This document is available from our website at Health -building-notes-core-elements iii Health Technical Memorandum 01-06: Decontamination of flexible endoscopes: Part D Validation and verification Preface Introduction The purpose of HTM is to help Health organisations to develop policies regarding the This HTM supersedes the Choice Framework management, use and Decontamination of for local Policy and Procedures (CFPP) series, reusable medical devices at controlled costs which was a pilot initiative by the Department of using risk control.
2 Health . This HTM is designed to reflect the need to The CFPP series of documents are reverting to continuously improve outcomes in terms of: the Health Technical Memorandum title format. This will realign them with HTM 00 Policies patient safety;. and principles of healthcare engineering' and clinical effectiveness; and HTM 01-05: Decontamination in primary care dental practices' and the naming convention patient experience. used for other healthcare estates and facilities related Technical guidance documents within England. It will also help to address the Essential Quality Requirements and recommendation to align Decontamination Best Practice guidance across the four nations. The Health Act Code of Practice recommends that healthcare organisations comply with In 01-01 and 01-06 DH will be retaining the guidance establishing Essential Quality Essential Quality Requirements and Best Requirements and demonstrate that a plan is in Practice format, this maintains their alignment place for progression to Best Practice.
3 With HTM 01-05 and the requirement of The Health and Social Care Act 2008: Code of Essential Quality Requirements (EQR), for the Practice on the prevention and control of purposes of this best practice guidance, is a infections and related guidance' which requires term that encompasses all existing statutory that Decontamination policy should and regulatory requirements. EQRs incorporate demonstrate that it complies with guidance requirements of the current Medical Devices establishing essential quality requirements and Directive and Approved Codes of Practice as a plan is in place for progression to best well as relevant applicable Standards. They will practice . We are aware that policy within the help to demonstrate that an acute provider devolved nations differs on this particular issue operates safely with respect to its but the aim is that the Technical content should Decontamination services.
4 Be consistent and able to be adopted by the devolved nations so that the requirements of Local policy should define how a provider the ACDP-TSE Subgroup's amended guidance achieves risk control and what plan is in place can be met. to work towards Best Practice. iv Best Practice is additional to EQR. Best The HTM 01 suite is listed below. Practice as defined in this guidance covers non-mandatory policies and procedures that HTM 01-01: Management and aim to further minimise risks to patients; deliver Decontamination of surgical instruments better patient outcomes; promote and (medical devices) used in acute care encourage innovation and choice; and achieve HTM 01-04: Decontamination of linen for cost efficiencies. Health and social care Best Practice should be considered when HTM 01-05: Decontamination in primary developing local policies and procedures based care dental practices on the risk of surgical procedures and available HTM 01-06: Decontamination of flexible evidence.
5 Best Practice encompasses endoscopes. guidance on the whole of the Decontamination cycle, including, for example, improved instrument management, where there is Note evidence that these procedures will contribute to improved clinical outcomes. This guidance remains a work in progress which will be updated as additional evidence becomes available; each iteration of the guidance is designed to help to incrementally reduce the risk of cross- infection. v Health Technical Memorandum 01-06: Decontamination of flexible endoscopes: Part D Validation and verification Abbreviations ACDP: Advisory Committee on Dangerous EWD: endoscope washer-disinfector Pathogens HCAI: healthcare-associated infections ACDP-TSE [Subgroup]: Advisory Committee on Dangerous Pathogens Transmissible HCAI Code of Practice: DH's Health and Spongiform Encephalopathies [Subgroup] Social Care Act 2008: Code of Practice for the NHS on the prevention and control of AE(D): Authorising Engineer ( Decontamination ) healthcare associated infections and related guidance'.
6 BS: British Standard ISO: International Standards Organisation CJD: Creutzfeldt-Jakob disease MHRA: Medicines and Healthcare products CQC: Care Quality Commission Regulatory Agency DH: Department of Health sCJD: sporadic Creutzfeldt-Jakob disease DIPC: Director of Infection Prevention and TSEs: transmissible spongiform Control encephalopathies EN: European norm vCJD: variant Creutzfeldt-Jakob disease vi Executive summary Health Technical Memorandum (HTM) 01-06 Part C Operational management' gives provides best practice guidance on the guidance on operational responsibility management and Decontamination of flexible together with advice on the procurement endoscopes (principally gastrointestinal scopes and operation of an endoscope washer- and bronchoscopes). In addition, this guidance disinfector (EWD).
7 Also provides advice on the management and handling of an endoscope following use on a Part D Validation and verification'. patient at increased risk of vCJD. highlights the types of tests and maintenance procedures that are needed This document covers flexible endoscope to ensure that Decontamination has been management and Decontamination only. achieved. It also includes guidance on Clinical issues relating to endoscopy or the controlled environment storage cabinets. manufacture of EWDs are not discussed. In Part E Testing methods' discusses the addition this document does not cover the principles and methods that are used in processing of flexible endoscopes used to the tests described in this HTM and the examine sterile body tissues. These tests detailed in BS EN ISO 15883-4.
8 Endoscopes should be sterile, possibly using low temperature gas sterilization (for compatible processes, see HTM 01-01 Part E). Why has the guidance been HTM 01-06 is divided into five parts: updated? HTM 01-06 has been updated to take account Part A Policy and management' sets the of changes to the ACDP-TSE Subgroup's Department of Health 's (DH) policy general principles of Decontamination (Annex context and discusses the Essential C). In relation to the Decontamination of flexible Quality Requirements and Best Practice endoscopes, paragraphs C5 and C20 from the recommendations for an endoscope Annex state: Decontamination service. Transmissible spongiform encephalopathy (TSE) Paragraph C5: infectious agents are discussed and For endoscopes, the bedside clean should take place guidance is given on the management immediately after the procedure has been carried out, and and handling of an endoscope after it has it is recommended that the endoscopes should be manually cleaned according to the manufacturer's been used on a patient at increased risk recommendations and passed through an Endoscope of vCJD.
9 Washer Disinfector as soon as possible after use. Part B Design and installation' gives Paragraph C20: guidance on the design and fitting of A routine test for washer disinfectors could be developed endoscope reprocessing units. to measure the cleaning efficacy at validation and routine testing, such as daily or weekly tests. This method could be based on a process challenge device system that will vii Health Technical Memorandum 01-06: Decontamination of flexible endoscopes: Part D Validation and verification monitor the optimised wash cycles; the results must be quantifiable and objective. Note Essentially, therefore, this update focuses on This remains a work in progress which will improving the washing and cleaning process, be updated as additional evidence becomes reducing the time from patient use to the available.
10 Decontamination process, and monitoring the cleaning efficacy of endoscope washer- disinfectors. List of major changes to Part D. It is also important to point out that the ACDP- since the 2013 edition TSE Subgroup's Annex C deprecates the use CFPP 01-06 has reverted to the Health of ninhydrin in the detection of protein levels Technical Memorandum title format and because of its insensitivity. Alternative available now becomes Health Technical technologies should be considered for the Memorandum 01-06. detection of residual proteins on the internal surfaces of flexible endoscopes following Introduction of process challenge device reprocessing. Therefore reprocessing units cleaning efficacy test as a weekly test in should: the periodic tests. These are recommended to balance the overall a.
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			NHS Operational Planning and Contracting Guidance

			www.england.nhs.uk
			This information can be made available in alternative formats, such as easy read or ... NHS OPERATIONAL PLANNING AND CONTRACTING GUIDANCE FOR 2017-19 4

			   Operational, Guidance, Planning, Format, Contracting, Operational planning and contracting guidance

		

	

	
				
					

		
			Refreshing NHS Plans for 2018/19

			www.england.nhs.uk
			Refreshing NHS plans for 2018 ... This information can be made available in alternative formats ... the expectations already set out in the 2017-19 planning guidance.

			   Guidance, Planning, Plan, 2018, Format, Planning guidance, Refreshing nhs plans for 2018, Refreshing

		

	

	
				
					

		
			General Practice Forward View - NHS England

			www.england.nhs.uk
			One of the great strengths of general practice in this country has been its diversity across geographies and its adaptability over time. So one size will not it

			   General, Practices, Time, Forward, View, General practice forward view, General practice

		

	


                
                
	
				
					

		
			Language Matters - england.nhs.uk

			www.england.nhs.uk
			6 ‘It’s probably one of those non-compliant Type 2 diabetics who couldn’t care less about looking after himself’ • Judging, blaming or shaming a person who
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			ORWAR VIW A - NHS England

			www.england.nhs.uk
			Digital Maturity Self-assessment by providers will enable partners within the local footprint to validate their emergent thinking regarding the scale of the challenge, technology.

			   Digital, Maturity, Digital maturity

		

	

	
				
					

		
			Strategy and Policy Board 10 September 2013 - Proposed ...

			www.england.nhs.uk
			10 September 2013 Strategy and Policy Board 17 To consider . ... It draws on the Memorandum of Understanding on case-by-case and ... This will include sanctions covering removal from the relevant . 4 professional register or withdrawal of a licence to practice, temporary

			   Understanding, 2013, September, September 2013, Sanctions

		

	


                
                
	
				
					

		
			DN UPDATE THIS COVER IN AUGUST The NHS Pay Review …

			www.england.nhs.uk
			0.1 This document contains written evidence from NHS England to inform the NHS Pay Review Body (PRB) report on 2016/17 pay for their remit group. 0.2 In a letter to the Chair of the PRB which is to follow, a Department of Health Minister

			   Review, Body, Nhs pay review body, Nhs pay review

		

	

	
				
					

		
			The NHS Pay Review Body Written evidence from NHS …

			www.england.nhs.uk
			NHS Pay Review Body (PRB) report on 2017/18 pay for their remit group. Affordability and funding constraints 1.1 NHS England is funded by the Department of Health to commission health

			   Form, Review, Evidence, Body, Written, Nhs pay review body, Nhs pay review body written evidence from nhs

		

	

	
				
					

		
			The power of one, The power of many - NHS England

			www.england.nhs.uk
			4 THE POWER OF ONE, THE POWER OF MANY THE POWER OF ONE, THE POWER OF MANY 5 Social movement thinking: a set of ideas whose time has come? We have reached a seminal point in our health and healthcare improvement efforts.
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			Hepatitis B Factsheet - NHS England

			www.england.nhs.uk
			Hepatitis B Factsheet What is hepatitis B? Hepatitis B is a type of virus that can infect the liver. Symptoms can include: • feeling sick • being sick • lack of appetite • flu-like symptoms, such as tiredness, general aches and pains, and headaches

			   Factsheet, Hepatitis b, Hepatitis, Hepatitis b factsheet
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			Logistics Forecasting Estimates Brigade Combat Team

			alu.army.mil
			gallons of water for decontamination. One hundred gallons of water will provide one vehicle with a two- to three-minute wash. Detailed equip-ment decontamination requires more water. (See figure 4 on page 31.) For troop decontamination beyond the exchange of mission-oriented pro-tective posture equipment, water re-quirements are 25 gallons per ...

			   Decontamination

		

	

	
				
					

		
			Revision 1 - February 2014 - Wales

			www.wales.nhs.uk
			The CDO (Wales) letter (2006)1- ‘Decontamination/ Sterilisation of Re-usable Instruments in General Dental Practice’ states ‘The Medical Device Regulations 2002 require the manufacturer of medical devices to supply information on the appropriate processes to allow reuse, including cleaning, disinfection, packaging and, where

			   Decontamination

		

	

	
				
					

		
			Routine decontamination of reusable non-invasive patient ...

			assets.publishing.service.gov.uk
			a suitable alternative to use following or combined with detergent cleaning. • Immediately decontaminate equipment with disposable cloths/paper roll and a fresh solution of detergent, rinse, dry and follow with a disinfectant solution of 10,000 parts per million available chlorine (ppm av cl) * rinse and thoroughly dry • Or use a combined

			   Routines, Reusable, Decontamination, Routine decontamination of reusable

		

	


                
                
	
				
					

		
			CAUTION - Amazon S3

			s3-us-west-1.amazonaws.com
			training, decontamination, notification, and emergency assistance. It also contains specific instructions ... and have not been allowed to re-grow prior to application. Always use a higher product application rate within the given range when weed growth is heavy or dense, or when weeds are growing in an undisturbed (non-cultivated) area ...

			   Decontamination

		

	

	
				
					

		
			Use of Ligature Cutters - bfwh.nhs.uk

			www.bfwh.nhs.uk
			•Replace TUFF-CUT SCISSORS if used and re tag •Consider retaining the used equipment in the event it is required by the police •If the cutters are contaminated during the incident check with relevant leads/police prior to decontamination •All sharps MUST be disposed of …

			   Cutter, Decontamination, Ligature, An der, Use of ligature cutters

		

	

	
				
					

		
			Biosafety in Microbiological and Biomedical Laboratories

			www.cdc.gov
			readability and ease of use. Finally, without the superb project management abilities and leadership of . Dr. Joseph McDade and the technical/scientific editing expertise of Dr. Karl Johnson, especially in virology, the 5th edition of the BMBL would not be possible. We hope you find this 5th edition of . Biosafety in Microbiological and Biomedical

			   Laboratories, Microbiological, Biosafety, Biomedical, Biosafety in microbiological and biomedical, Biosafety in microbiological and biomedical laboratories
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